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ABSTRACT 


The  Kenyon  knotmeter  on  the  R/V  ATHENA  was  calibrated  at  sea.  The 
calibration  method  is  based  on  use  of  the  ship's  LORAN-C  and  CC-2  computer 
to  provide  a  measure  of  ship  speed  relative-to-ground.  However,  the  cali¬ 
bration  procedure  also  accounts  for  ocean  current  speed  and  direction. 

Thus  the  technique  results  in  an  accurate  measure  of  ship  speed  relative- 
to-water  upon  which  the  knotmeter  calibration  can  be  based.  Calibration 
data  indicate  that  the  sensor  is  subject  to  friction  and  other  factors  which 
resulted  in  prior  underestimation  of  speed  through  the  water  from  about 
1.5  knots  at  low  speed  (below  15  knots)  to  2.25  knots  at  high  speed  (15  to 
30  knots).  This  report  presents  both  the  method  of  calibration  and  the 
new  Kenyon  knotmeter  calibration  curve.  The  variation  in  the  sensor 
output  data  is  examined  and  recommendations  are  made  regarding  smoothing 
of  the  output  data. 


INTRODUCTION 

R/V  ATHENA  is  a  patrol  gunboat  converted  by  the  David  W.  Taylor 
Naval  Ship  Research  and  Development  Center  (DTNSRDC)  to  serve  as  a  high¬ 
speed  research  platform.  Since  ship  speed  relative  to  water  has  a 
significant  effect  on  performance  of  many  research  systems  (acoustic 
systems  in  particular),  it  is  important  that  its  value  be  known  accurately. 

ATHENA  is  equipped  with  two  hull  mounted  sensor  systems  for  measuring 
ship  speed  relative  to  water: 

1.  A  Kenyon  knotmeter.  Model  KS245,  manufactured  by  Kenyon  Marine, 
Guilford,  Connecticut,  and 

2.  An  underwater  electromagnetic  (EM)  log,  0  to  40  knots,  manu¬ 
factured  by  Chesapeake  Instrument  Division,  Gould,  Inc. 

In  January  1979,  ATHENA  was  fitted  with  an  external  girth  band,  which 
protrudes  from  the  hull  2.25  in.  (5.7  cm).  The  locations  of  the  band  and  speed 
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sensors  are  shown  in  Figure  1.  This  band  installation  near  the  sensors  raised 
questions  concerning  the  accuracy  of  the  water-speed  sensors.  Therefore,  trials 
were  conducted  on  12  December  1979  in  the  Fort  Lauderdale  area  to  determine  the 
accuracy  of  the  speed-relative -to-water  sensor.  The  Kenyon  meter  was  selected 
for  calibration  as  the  EM  log  was  inoperative  at  the  time. 

The  method  used  for  calibration  relies  on  speed-relative-to-ground  data  as 
measured  on  the  ship's  LORAN-C  system.  This  report  describes  the  technique 
developed  for  calibrating  the  knotmeter  at  sea  and  presents  analysis  of  some  of 
the  statistical  properties  of  the  calibration  measurements. 

CALIBRATION  METHOD 

Calibration  of  ship  speed  sensors  in  a  towing  tank  is  not  possible  unless 
hull  flow  effects  can  be  adequately  simulated.  On  the  other  hand,  in-situ 
calibration  at-sea  presents  its  own  set  of  problems  as  a  result  of: 

1.  lack  of  precise  knowledge  of  speed  over  ground  because  of  ocean 
currents,  and 

2.  difficulty  of  maintaining  steady  state  conditions  over  a 
sufficient  length  of  time. 

The  Kenyon  knotmeter  was  calibrated  at  sea  by  a  technique  reflecting 
the  above  factors  and  based  on  the  following  methodology: 

1.  Ship  speed  relative-to-ground  is  measured  by  the  ship's 
LORAN-C  position  indicator  and  the  CC-2  computer. 

2.  By  a  proper  selection  of  courses  (reciprocal  courses)  current 
speed  and  direction  can  be  resolved  from  the  speed  relative- 
to-ground  measurement,  and  speed  relative-to-water  can  be 
computed . 

3.  Statistical  methods  are  used  to  resolve  the  uncertainties  due 
to  short-term  fluctuations  of  the  data. 

The  calibration  technique  is  described  in  further  detail  below. 
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Figure  1  -  Location  of  Underwater  Appendages  on  R/V  ATKEXA 


SPEED  RELATIVE-TO-GROUND  MEASUREMENT 


ATHENA  is  equipped  with  a  LORAN-C  navigational  system  which  computes  and 
displays  latitude  and  longitude,  based  on  LORAN-C  time  differences.  In  an 
alternate  mode  of  operation,  the  system  computes  and  displays  average  speed  over 
ground  and  track  for  the  interval  between  successive  fixes. 

The  latitude-longitude  display  may  be  used  to  duplicate  the  standard 
measured  mile  technique.  The  accuracy  of  the  speed-over-ground  determination 
depends  on  the  accuracy  of  the  measurement  of  the  distance  traveled  and  the  time 
interval  required.  The  error  in  LORAN-C  position  relative  to  a  previous  one  is 
50  ft  (15  m)  on  ground  wave.  This  introduces  an  error  of  only  ±0.82  in  a 
nautical  mile  (NM) .  However,  the  display  is  updated  periodically  so  that  the 
precision  of  this  method  depends  on  starting  the  exercise  at  the  precise  time  of 
a  position  update  and  finishing  the  exercise  at  the  precise  time  of  some  sub¬ 
sequent  update.  Also,  unless  the  heading  is  due  North  or  the  trial  is  run  at 
the  equator,  the  computation  of  distance  traveled  is  somewhat  cumbersome.  This 
method,  like  the  standard  measured  mile  technique,  provides  no  information 
regarding  variability  of  speed  over  ground  or  information  regarding  current, 
other  than  the  component  of  the  average  current  along  the  ship's  heading.  Also, 
sinuosity  of  the  course  resulting  from  the  inevitable  lag  in  correcting  the  helm 
results  in  an  underestimate  of  distance  traveled  and  a  bias  toward  underestimating 
true  speed  through  water  (small  though  it  may  be). 

The  speed-relative-to-ground  display,  on  the  other  hand,  is  reported  to  have 
an  accuracy  of  ±0.25  knot.  The  data  consist  of  the  average  speed  (distance-to- 
time  ratio)  between  fixes  and,  therefore,  approximates  the  distance  traveled  over 
the  course  as  a  series  of  lines  secant  to  the  trace  of  the  actual  track,  thus 
reducing  the  bias  of  errors  on  the  helm.  Previous  observations  indicate  that  the 
speed-relative-to-ground  data  vary  and  hence  provide  an  indication  of  the 
expected  variation  in  ship's  speed  under  conditions  of  constant  power.  This 
variation  is  of  interest  as  it  may,  for  example,  shed  light  on  low  frequency 
modulation  of  acoustic  sensor  self  noise. 


SPEED  RELATIVE-TO-WATER  CALCULATION 

The  procedure  for  calculating  ship  speed  relative-to-water  U  is  detailed  in 
Appendix  A.  The  ship  course  is  run  on  four  orthogonal  legs  (e.g.,  N,  S,  1.  and  W) 
at  constant  shaft  RPM.  By  measuring  only  speed  relative-to-ground  V,  tin- 
relative  direction  of  the  current  a  can  be  computed  by  equation  A.l: 


With  a,  and  forming  ratios  of  the  V's,  the  normalized  current  C'  =  car  be  com¬ 
puted  using  equation  A. 8.  Finally  U  is  computed  by  equation  A. 6. 

Thus  by  selecting  ship's  runs  to  be  reciprocal  courses  separated  by  90°, 
current  speed  and  direction  can  be  calculated  and  applied  to  the  measurement  of 
speed-relative-to-ground  to  obtain  speed  relative-to-water. 

VARIABILITIES 

The  purpose  of  the  experiment  is  to  determine  the  average  speed  of  the  ship 
relative  to  water  and  correlate  that  measurement  with  the  output  of  the  water 
speed  sensor.  A  number  of  factors  affect  the  speed  of  the  ship  relative  to  water 
under  conditions  of  constant  power.  Some  of  these  are  listed  below: 

1.  sea 

2 .  w ind 

3.  heading  relative  to  sea  and  wind 

4.  ship  motion 

5.  variable  rudder  drag  (from  course  corrections) 

6.  variation  in  shaft  horsepower 

Due  to  these  factors,  short  term  fluctuations  occur  in  ship  speed  relative  to 
water  which  are  reflected  in  the  speed  sensor  output.  The  Kenyon  meter  output 
consists  of  a  voltage  pulse  for  each  revolution  of  the  impeller.  i'hi  pulses  are 
counted  for  a  specified  interval  of  time  to  provide  an  average  rotation  rate  over 
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that  interval,  which  in  turn  is  directly  related  to  speed  through  water  as  deter¬ 
mined  by  other  means. 

As  mentioned  earlier,  the  independent  means  for  resolving  speed  through  the 
water  is  by  calculation  based  on  measurement  of  speed  over  ground.  But  the  speed 
over  ground  within  a  given  run  (or  measurement  period)  is  subject  to  the  same 
variables  that  affect  speed  through  water,  plus  a  run  to  run  variation  due  to 
current  and  wind.  Moreover,  the  measurement  interval  and  number  of  data  points 
accumulated  in  a  given  time  are  not  the  same  for  each  instrument.  That  is, 
readings  are  not  obtained  at  identical  times  and  the  readings  do  not  represent 
equal  periods  of  time. 

It  is  convenient  therefore  to  regard  the  outputs  of  both  the  Kenyon  meter 
and  the  LORAN-C  as  random  variables  that  will  tend  to  cluster  more  or  less 
closely  about  the  population  mean  during  specific  events.  For  our  purpose,  an 
event  consists  of  a  run  on  a  constant  heading  with  constant  power  settings  of 
the  ship's  propulsive  machinery. 

The  selected  experiment  design,  therefore,  consisted  of  obtaining  sufficient 
data  during  each  event  to  obtain  an  estimate  of  the  population  mean  for  both 
variables.  The  means  of  the  over-the-ground  speed  records  are  used  to  compute 
the  true  speed  through  water.  A  linear  regression  analysis  is  performed  that 
gives  the  relationship  between  the  means  of  the  Kenyon  meter  output  and  the  means 
of  the  true  speed  through  water.  The  correlation  coefficient  for  this  line  of 
regression  is  computed  together  with  the  Standard  Error  (SE)  of  estimate  of  the 
mean . 

The  Kenyon  meter  output  on  ATHENA  is  converted  from  a  frequency  to  D.C. 
voltage  that  drives  a  digital  display.  The  electronic  configuration  is  such 
that  100  c/s  (counts/ second)  corresponds  to  a  display  output  of  30  knots,  or 
0.3  knot/count/sec.  On  this  time  base,  a  count  of  +1  corresponds  to  an  indi¬ 
cated  speed  change  of  ±0.3  knot,  so  that  under  even  ideal  conditions  a  display 
variation  of  0.6  knot  would  be  expected.  In  a  State  3  sea,  fluctuations  in 
the  display  on  the  order  of  3  to  A  knots  have  been  observed.  It  was  desired, 
therefore,  to  accumulate  Kenyon  meter  output  in  a  format  that  would  permit 
examination  of  smoothing  techniques  to  reduce  the  extreme  fluctuations  in  the 
one-per-second  displays. 
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A  time  base  of  10  seconds  was  selected  for  accumulation  of  the  Kenyon  meter 
output  count,  followed  by  a  10-second  hold  and  display,  another  10-second  accumu¬ 
lation,  etc.  Thus,  the  Kenyon  output  was  sampled  for  10  seconds  during  every 
20-second  period.  This  permitted  manual  entry  of  data  and  reduced  the  impact  of 
a  single  count  to  a  nominal  value  of  ±0.03  knot. 

The  LORAN-C  system  has  an  inherent  accuracy  of  ±0.25  knot.  The  computer 
updates  every  15  seconds  to  60  seconds  on  a  somewhat  irregular  basis,  depending 
on  detection  of  time  differences.  It  thus  displays  average  speed  and  track  for 
the  interval  of  time  between  successive  updates. 

EXPERIMENTAL  PROCEDURES 

Data  were  taken  for  six  speeds,  each  run  at  constant  shaft  RPM  to  produce 
nominal  ship  speeds  of  5,  10,  15,  20,  25  and  30  knots.  For  the  5-  and  10-knot 
speeds,  the  runs  were  made  over  four  legs  separated  by  90°,  resulting  in  two 
sets  of  reciprocal  courses  at  each  shaft  RPM  setting.  For  the  remaining  runs, 
only  the  North-South  legs  were  used. 

Runs  were  identified  as  follows: 

Run  Number  1234  56 

Nominal  Speed 

(kts)  5  10  15  20  25  30 

Ship  Heading 

(Degrees,  True)  010  100  190  280 

Designator  N  E  S  W 

Thus  2E  indicates  a  nominal  speed  of  10  knots  on  the  eastbound  or  100°  leg. 

The  data  runs  were  taken  under  conditions  of  constant  power;  i.e.,  at 
constant  RPM  on  both  shafts.  All  ships  systems  were  given  time  to  stabilize  and 
set, ings  were  held  constant  during  the  various  legs  of  each  data  run.  The  judg¬ 
ment  that  ship  systems  and  speed  were  stabilized  for  a  given  rur.  (and  following 
turns  within  a  given  run)  was  based  on  the  steadiness  of  the  output  of  the 
Kenyon  meter  and  the  LORAN-C  speed-relative-to-ground  displays.  In  all  cases, 
the  LORAN-C  display  was  allowed  at  least  three  updates  prior  to  recording  data 
from  the  run. 
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The  trials  were  conducted  on  a  NE  and  SW  course  line  three  to  four  miles 
offshore  paralleling  the  coast  in  the  area  just  north  of  the  Port  Everglades, 
Florida  seabuoy,  approximately  between  latitudes  of  26°7'  and  26°17'  and  longi¬ 
tudes  of  79°55'  and  80°2'30".  The  environmental  conditions  are  listed  in 
Table  1. 


TABLE  1  -  ENVIRONMENTAL  CONDITIONS 


Sea  State 

1 

H  ft  to  1  ft  (0.15  to  0.3  m) 

Swell  State 

1 

(from  S.E.) 

Wind  6  knots 

from  100°True 

Ambient  Temperature 

78°F  (26°C) 

Ship  Displacement 

280  tons  (2.5  x  106N) 

Each  leg  of  each  run  was  conducted  for  a  period  of  at  least  5  minutes.  The 
recorded  data  consisted  of  lists  of  the  Kenyon  meter  output,  referred  to  as 
counts,  and  the  speed  relative-to-ground  and  track  as  indicated  by  the  LORAN-C 
display. 

RESULTS 

The  data  obtained  on  each  run  are  summarized  in  Table  2  along  with  propeller 
pitch,  shaft  RPM,  and,  for  the  turbine  runs,  gas  generator  RPM,  power  turbine  RPM 
and  turbine  inlet  temperature. 

The  LORAN-C  was  operated  on  stations  7980W  and  7980X  with  time  delays  of 
30,000  usee  and  14,000  usee,  respectively.  The  included  angle  between  these 
lines  is  about  15  degrees. 
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DATA  ANALYSIS 


Data  analysis  follows  the  method  detailed  in  Appendix  A  to  compute  first  the 
current  direction  relative  to  ship's  heading  a  and  then  to  solve  for  the  current 
speed  C  and  finally  for  the  ship  speed  relative-to-water  U  upon  which  the  Kenyon 
knotmeter  calibration  can  be  performed. 

We  first  compute  values  for  the  direction  of  the  current  relative  to  ship's 
heading  for  leg  IN  and  then  compute  current-to-speed  ratio  C'.  Using  the  data 
from  Table  1  for  Runs  1  and  2,  values  of  current  direction  relative  to  ship's 
heading  a  are  computed  using  equation  (A. 7)  of  Appendix  A.  The  results  are: 

Run  1  =  31.76°  (Port);  =  338.23° 

Run  2  =  20.32°  (Port);  -  349.68° 

where  0  is  the  direction  of  current  relative  to  earth. 

Values  for  C'  may  now  be  computed  using  equation  (A. 8)  from  Appendix  A. 

The  results  are  listed  below  for  Runs  1  and  2.  Since  a  falls  in  the  port 
quadrant,  the  negative  value  is  used  for  computing  the  b^  defined  in 
equation  (A. 8). 


Run  1 


WBM 

a  (deg) 

Speed 

Ratio 

b. 

i 

C’i 

i 

31.76 

<VV* 

1.8475 

2.8568 

0.1807 

2 

31.76 

(vv 

SI 

1.5360 

2.5681 

0.2027 

3 

31.76 

<vv. 

= 

1.0695 

4.1341 

0.1228 

4 

31.76 

<vv 

= 

0.8314 

2.4475 

0.2136 

5 

31.76 

(VV, 

3 

0.5789 

2.7426 

0.1888 

6 

31.76 

<vv 

0.6963 

2.9396 

0.1753 

The  mean  value  of  C'  for  Run  1  is 
C*  =  0.1807 

Also,  a  =  0.029  and  SE  =  0.012. 

For  Run  2,  the  following  values  are  computed  for  C ' : 


Run  2 


i 

a  (deg) 

Speed  Ratio 

b. 

l 

c' . 

1 

1 

20.32 

(vv,  ■ 

1.4629 

4.9894 

0.1012 

2 

20.32 

<vv;  ■ 

1.2484 

5.5202 

0.0913 

3 

20.32 

<vv;  - 

1.0926 

6.0313 

0.0835 

4 

20.32 

<vv,  ■ 

0.8565 

4.4634 

0.1135 

5 

20.32 

<vv,  - 

0.7469 

4.7290 

0.1069 

6 

20.32 

<vv  ■ 

0.8719 

5.0764 

0.0995 

The  mean  value  of  C'  for  Run  2  is 
C  =  0.0993 


Also,  a  =  0.0098  and  SE  =  0.0040. 


Next  values  of  U  and  C  for  Runs  1  and  2  are  computed  using 
equation  (A. 6)  from  \ppendix  A. 
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The  results  of  these  computations  are  listed  below: 


Run 

(knots) 

C' 

U  (knots) 

C  (knots) 

1  N-S 

6.91 

0.1807 

6.80 

1.2285 

1  E-W 

7.01 

0.1807 

6.90 

1.2462 

2  N-S 

11.44 

0.0993 

11.39 

1.1305 

2  E-W 

11.54 

0.0993 

11.49 

1.1405 

where  subscript  u  indicates  the  uncorrected  value  of  U  and 


The  mean  of  means  for  C  is 

C  =  1.1864  knots 

0  =  0.0514  knot 

SE  =  0.026  knot 

and  the  mean  value  of  a  is  26  degrees. 

Using  the  average  values  for  C  and  the  speed  through  water  U  may  be 
computed  for  each  leg.  U  and  N  are  then  assumed  to  represent  estimates  of 
the  population  means  for  each  leg  of  the  runs.  The  results  are  tabulated 
in  Table  3.  Note  that  the  average  of  U  for  the  legs  1N-1S,  1E-1N,  2N-2S, 
and  2E-2W  agree  with  the  values  computed  earlier. 


TABLE  3  -  CORRESPONDING  MEANS  OF  U  AND  N 


RUN 

IN 

IS 

IE 

1W 

2N 

2S 

2E 

2K 

U  (knots) 

6.786 

6.833 

6.780 

7.015 

11.393 

11.363 

11.609 

11.362 

N  (knots) 

17C.27 

201.75 

186.53 

159.09 

329.39 

336.53 

338.37 

325.67 

- 

RUN 

3N 

3S 

9N 

4S 

5N 

5S 

6N 

bS-1 

6S~  2 

U  (knots) 

16.979 

16.097 

22.598 

20.819 

27.368 

26.321 

30.929 

' 

29.302 

30.252 

N  (knots) 

979.38 

988.53 

632.99 

635.82 

832.76 

836.19 

939.07 

938.19 

992 .75 

Using  the  data  from  Table  3  the  regression  of  U  on  N  is  found  to  be 


U  =  1.4481  +  0.030616  N 


(3) 


which  is  taken  as  the  best  estimate  of  the  functional  relation  between  ship 
speed  U  and  Kenyon  meter  count  per  10  seconds,  N.  The  coefficient  of  deter¬ 
mination  is 


r2  =  0.9946 


and  the  correlation  coefficient  is 

r  =  0.9973 

which  indicates  that  the  variance  of  the  data  is  almost  completely  due  to  the 

linear  relation  between  U  and  N.  The  standard  error  of  estimate  of  U  on  N  is 

0.677  knot,  and  the  standard  errors  of  the  regression  coefficients  are 

-4 

0.342  knot  and  5.81  x  10  knot  per  10  second  count,  respectively. 

The  graph  of  equation  (3)  is  shown  on  Figure  2.  The  95%  confidence  band 
is  shown  as  the  upper  and  lower  dashed  lines. 

The  relation  between  actual  speed  and  speed  indicated  by  the  Kenyon  meter 
prior  to  the  calibration  reported  here  (12  December  1979)  is  shown  on  Figure  3 
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ACTUAL  SPEED  (knots) 


Figure  3  -  Chart  for  Correction  of  Speed  Indications 
from  Kenyon  'Meter  on  R/V  ATHENA 
Prior  to  December  15,  1979 


DISCUSSION 


The  linear  regression  of  U  on  N,  equation  (3)  and  Figure  2,  is  almost 
perfectly  correlated  with  a  slope  of  0.3062  knot /count /second.  The  nominal 
calibration  for  the  Kenyon  meter  is  0.3  knot /count /second .  This  indicates 
either  a  small  decrement  in  water  velocity  due  to  the  ship's  boundary  layer 
and/or  a  friction  drag  on  the  meter.  The  meter,  as  installed  on  ATHF.NA,  is 
subject  to  static  friction  as  it  appears  not  to  turn  until  some  break-away 
speed  is  reached  between  zero  and  6  knots. 

The  values  resolved  for  speed  and  direction  of  the  current  are  in  general 
agreement  with  values  shown  on  charts  for  the  area  in  which  the  calibration 
data  were  acquired. 

The  variability  of  both  V  and  U  are  indicated  by  the  data  from  Table  1. 

In  particular,  it  would  be  expected  that  U,  as  indicated  by  the  Kenyon  meter 
count,  would  be  nearly  constant  during  a  run  under  conditions  of  constant 
power.  This  was  not  the  case,  however,  as  indicated  by  the  extremes  between 
the  high  and  low  readings  listed  in  Table  3. 

In  almost  all  casts  the  extremes  and  the  variance  (see  Table  1)  in  both  sets 
of  data  occur  at  the  lot ast  speeds  and  when  running  into  or  quartering  into  the 
sea  (the  S  and  E  legs  of  the  runs).  Some  of  the  extremes  are  surpr isinglv  large. 
Also,  from  Table  1  and  Table  3,  it  is  seen  that  the  mean  of  the  Kenyon  count  is 
consistently  smaller  on  the  down-sea  legs  of  the  runs  (N  and  W) . 

Time  series  plots  of  the  indicated  speed  relative  to  water  may  be  cons' ructed 
as  each  reading  from  the  Kenyon  meter  represents  a  10-second  count  taken  at 
20-second  intervals.  Each  reading,  therefore,  indicates  the  average  speed  l  for 
the  10-second  period  immediately  preceding  the  display.  No  such  plot  is  possible 
for  V  due  to  the  irregularity  of  the  updates.  ^ 

To  examine  the  effect  ot  averaging,  run  bS-2  was  analyzed  to  ihtain  indicated 
water  speed  on  the  basis  ot  accumulating  the  10-second  counts  for  a  given  number 
of  cycles  and  thence  updating  by  dropping  the  oldest  sample  and  adding  the  last. 
The  results  are  shown  in  Figure  A  for  run  bS-2  for  the  unsmoothed  data  (10  second 
count),  2  cycle  updating  (20  seconds)  and  3  cycle  updating  (10  seconds  1.  As 


18 


TABLE  3  -  EXTREME  VALUES  OBSERVED  DURING  KEN'S 


Run 

Kenyon 
10  sec 

Meter 

Count 

Dif  ferences 

Kenyon 

Speed  over 

Ground  Differences 
(knots) 

Counts 

Knots 

1  N 

High 

187 

Low 

131 

56 

1.  12 

1.90 

i  S 

High 

217 

Low 

183 

34 

1.03 

2 . 06 

1  E 

High 

211 

Low 

162 

49 

1.51 

4.  73 

1  W 

High 

180 

Low 

143 

35 

1.08 

3.02 

2  N 

High 

332 

Low 

325 

7 

0.22 

2.01 

2  S 

High 

344 

Low 

331 

13 

0.40 

3.16 

2  E 

High 

351 

I.ow 

332 

19 

0.  58 

3.9  3 

2  W 

High 

334 

Low 

317 

17 

0.32 

5.12 

3  N 

High 

486 

Low 

475 

11 

0.  34 

2.28 

3  S 

High 

518 

Low 

464 

54 

1 . 66 

Low 

472 

4b 

1.42 

4  N 

High 

638 

Low 

630 

8 

0.25 

4.24 

4  S 

High 

655 

Low 

610 

45 

1  .  18 

2.89 

5  N 

High 

839 

Low 

829 

10 

0.  31 

3.93 

3  S 

High 

850 

Low 

819 

t) .  9  3 

3.92 

6  N 

High 

947 

Low 

932 

13 

0.  4b 

3.  79 

6  S-l 

High 

950 

Low 

918 

32 

0.  98 

3.42 

6  S-2 

High 

953 

Low 

92  7 

28 

0. 8b 

1.23 

Rudder  change  larger  than  normally  applied  was  used  to  etteet  a  course 
correction.  The  reading  from  the  Kenyon  showed  a  drastic  decrease. 
Otherwise  the  low  reading  was  47 2  counts.  Both,  however,  indicate  a 
significant  variation. 

Id 

i 


Kenyon  Meter  for 


expected,  the  fluctuations  are  significantly  reduced  as  the  averaging  period  is 
increased.  Figure  5  compares  the  effect  of  3-cycle  smoothing  on  the  data  from 
runs  IN  and  1W. 

These  data  indicate  a  long  term,  fairly  smooth  variation  having  a  period  on 
the  order  of  80  to  120  seconds.  The  long  period  variation  is  apparently  real 
and  is  probably  related  to  the  action  of  the  helm  as  the  period  of  the  variation 
is  roughly  the  same  ior  all  samples  examined  and  roughly  corresponds  to  the 
swinging  of  ship's  head  about  the  course  line  as  subjectively  observed  on  tin- 
bridge.  The  extreme  excursions  (as  seen  in  run  1W)  correlate  with  the  ship's 
rolling  motion  as  indicated  by  notations  on  the  raw  data  and,  therefore,  probably 
do  not  reflect  actual  changes  in  the  ship's  speed.  As  the  data  do  not  allow  us 
to  firmly  distinguish  fact  from  artifact,  some  smoothing  is  necessary  to  minimize 
the  effect  of  short-term  extreme  fluctuations  in  indicated  speed. 

The  effect  of  3-cycle  sampling  on  indicated  speed  for  conditions  of  periodic: 
rolling  is  illustrated  on  Figure  5  for  run  1W.  Note  that  the  effect  of  the  heavy 
rolls  was  far  from  eliminated,  but  a  signit icant  degree  of  smoothing  is  achieved. 
It  also  should  be  noted  that  the  underlying  long-term  periodicity  persists,  even 
though  the  indicated  amplitudes  are  substantially  lower  than  for  the  unsmoothed 
(10-second)  data. 

Finally,  it  is  noted  that  where  current  speed  is  small  relative  to  ship 
speed,  a  good  estimate  of  ship  speed  through  the  water  can  be  obtained  from  one 
set  of  reciprocal  course  runs  and  using  LOKAN-C  measurements.  Briefly  it  is 
found  that: 

U  =  x  /(V2  +  V2)/2  (4) 

u  \J  x  y 

provides  a  good  estimate  of  U  under  conditions  of  moderate  current  (one  knot  or 

less),  but  is  always  on  the  high  side.  Here  subscript  'u'  designates  the 

uncorrected  estimate  of  U,  and  V  and  V  are  mean  values  of  V  obtained  on 

x  y 

reciprocal  headings  of  the  ship. 

The  exact  value  of  U  may  be  found  by  multiplying  equation  (4)  by  the 
2  -4 

quantity  (1  +  C  )  ,  where  C  is  the  ratio  of  current  C  to  speed  through 
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water  U.  For  small  values  of  C*,  tliis  quantity  may  be  put  in  the  lorm  1  -  'jt'  . 
Defining  the  error  as 

e  =  C,2/2  C>) 

we  may  write 

l!  =  U  (1  -  e)  . 

ti 

The  error  is  small  at  high  speeds.  l-’or  example,  lor  C  -  1  knot  and  ship's  speed 
of  10  knots,  e  =  'j/i,  and  the  error  in  F  is  0.0b  knot  il  the  eorreet ion  is 
neglected . 

Since  currents  rarely  exceed  one  knot,  equation  (4)  may  be  used  to  estimate 
speed  relative  to  water  during  trials  at  any  time  it  is  convenient  to  run 
reciprocal  courses. 

CONCLUSIONS 

On  Lite  basis  of  the  data  presented  herein,  it  is  tentatively  concluded  that: 

1.  The  indicated  long  term  (80  -  120  second)  variations  of  ship's  speed 
through  water  are  real  and  are  related  to  the  use  of  rudder  to  effect 
course  corrections. 

2.  file  Kenyon  meter  is  seriously  affected  by  ship  motions.  Rolling  motion 
at  low  ship's  speeds  apparently  has  the  greatest  effect  and  Usuis  to  an 
underestimate  of  speed  through  water.  It  is  speculated  that  the  large 
angles  of  flow  induced  by  the  roll  (relative  to  the  axis  ol  the  meter! 
results  in  partial  stalling  of  the  rotor  vanes. 

3.  3'he  Kenyon  meter  as  installed  on  ATHENA  is  subject  to  excessive  static 
friction  thus  requiring  a  "brcak-away"  torque  (level opts)  at  a  speed  below 

6  knots. 

4.  file  calibration  curve  as  reported  herein  provides  the  best  estimate 
(in  the  statistical  sense)  ot  ATHENA' s  true  speed  through  water.  1  he 


confidence  limits  for  the  calibration  curve  vary  from  ±0.5  knot  at  6-  and 
30-knots  to  ±0.25  knot  at  17  knots.  We  may  thus  be  confident  that  95%  of 
the  time  the  true  speed  is  in  error  by  not  more  than  ±0.5  knot. 


RECOMMENDATIONS 


[t  is  recommended  that: 

1.  The  electronic  Eenyon  meter  speed  display  on  ATHENA  be  adjusted  to 
reflect  the  data  presented  herein.  A  constant  offset  voltage  is  required 
to  provide  accurate  outputs. 

2.  The  time  base  for  the  speed  measurement  be  increased  to  at  least 
60  seconds  with  10-second  updates  using  latest  data. 

3.  Consideration  be  given  to  assessing  the  research  community's  require¬ 
ments  regarding  ship  speed  to  assess  the  adequacy  of  the  equipment  installed 
on  ATHENA. 


APPENDIX  A 


ESTIMATION  OK  CURRENT  AND  SPEED  RELATIVE  TO  WATER 

Let  C,  U  and  V  respectively  stand  for  current  speed,  speed  of  ship 
relative  to  water  and  speed  of  ship  relative  to  y round .  Also  let  ',* 
stand  for  ship's  true  heading  and  a  for  the  direction  ot  tin'  current. 

The  ground  speed  V  on  any  given  heading  is  given  hv 

V  -  [h  +  C  cos(f  -  m)J  “  f  (  ‘sin't;  -  ,  )  (A.li 

We  seek  to  deduce  U,  C  and  0  from  an  appropriate  set  i'f  measurements  ot 

V. 

For  given  U  and  C,  the  value  of  V  is  affected  only  In-  a  change  in 
ship 's  heading. 

Let  n  =  $1-  0. 

wltere  fi  is  a  selected  lieading  relative  to  which  other  headings  (,<1  , ,  etc.  ) 
are  taken. 

Equation  (A. 1)  then  takes  the  values: 

2  2  2  1 

V  -  (U  +  C  cosci)  +  C  sin’u 

o 

The  value  of  V  on  the  opposite  head,  j  +  180  ,  is 

2  2  2  2 

Vs  =  (U  -  C  cos,,)  +  C  sin  a 

The  value  on  a  heading  ot  ,{' j  +  90l  is 

■1  1  j  2 

V~  =  (U  +  C  si nu)*'  +  C~cos~,x 

and  for  ^  +  270°, 

2  2  2  2 

V,.  =  (U  -  C  sin,,)  +  C  cos  u 

w 


1 


These  equations  could  be  written  for  any  arbitrary  set  of  headings. 
The  mathematics  is  simplified  by  selecting  increments  of  90°  for  ship's 
head,  however,  and  the  equations  are  thus  presented  in  that  form.  We 
now  put  the  above  equations  in  the  form 


V 


,2 

N 


1  +  2C’cosa  +  €'J 


V^2  =  1  -  2C ' cosa  +  C’2 


ve' 


1  +  Z  V.  *  s  inn  +  C 1 


v/,2  -  1  -  2C'sinu  +  C’2 

w 


(a.:1) 
(A.  )) 

<  A .  .  i 

(A. 5) 


where  the  prime  denotes  division  by  U. 

On  adding  equations  (A. 2)  and  (A. 3),  we  obtain 


Wu‘  ‘  2(1  *  c"> 


where 


Thus 


Al  so , 


A 


if 


N+S 

2 


V2  +  v2. 
N  S 


_ '  N+S 

2(1  +  C2) 


E+W 


2(1  +  c’^) 


Taking  differences,  we  find 


A 


tan  a  = 


JC-W 

'n-s 


(A. 6a) 


(A. 6h) 


(A.  7) 


where  the  subscript  N-S  indicates  the  difference  V“  -  Vg,  etc.  Note  that 
a  negative  value  of  a  indicates  the  direction  of  the  current  is  to  the 
left  of  the  heading 

Given  a,  C'  may  be  computed  from  any  of  the  ratios  of  the  V's.  Six 
ratios  may  be  formed,  as  follows: 


A -2 


>  > 


(1) 

Vvs  ' 

A 

(2) 

v2/v2  = 

N  Ii 

B 

O) 

VVW  ' 

1) 

(9) 

)  ) 

VS/VF  “ 

F. 

l‘>) 

)  1 

v./vr,  -= 
s  w 

F 

1 6 ) 

vfaw  - 

i; 

The 

solut ions 

for  C 

are  of  the  form 


C! 

1 


who  re 


b  j  =  (A  +  1  )eos.i/(A- 1) 
b,  =  (Bsinu  -  cosu)/(B-l) 

b  ^  =  (Dsinu  +  cosm)/(D-l) 

b,  =  (Esina  +  cosu)/(E-l) 

b,.  =  (Fsina  +  cosa)/(F-l) 

b  =  ((i  +  l)sina/(G-l) 

o 


( A .  8  > 


For  purposes  of  this  computation  the  b.  '.s  are  to  be  taken  as  positive,  i.e 
the  absolute  value  of  is  to  be  used,  but  the  appropriate  sign  tor  t  is 
requ i red . 


In  general,  only  three  of  equations  (A. 2)  through  (A. 5)  are  required 
obtain  a  solution.  For  example,  assume  measurements  of  V^,  V,,  and  V  are 
available.  Equation  (A. 6a)  applies,  but  the  values  of  a  and  C'  must  be 
deduced  from  the  equations 


and 


A  =  (1  +  2G’cosu  +  C,2)/(l  -  2C'cosa  +  G'2) 
K  =  (1  +  2c'  cos  i  +  C'2)/(l  +  2C'.'sinu  +  C*2) 


(A. 9) 


A-  1 


The  family  of  solutions  for  equations  (A. 9)  are  given  in  Figure  A-l  for  values 
of  ct  between  0°  and  90°  and  for  C'  from  0  to  0.6. 

Closed  solutions  also  may  be  obtained  by  taking  the  ratio  of  the  differences 
between  equations  (A. 2)  and  (A. 3)  and  between  (A. 2)  and  (A. 4).  This  leads  to, 
tor  example, 

tan,  =  1-2An_£/An_s  (A.M., 

Actually  ten  such  ratios  may  be  formed  based  on  fhe  total  combinations  of  differ¬ 
ences.  The  values  of  C'  then  may  be  found  from  equation  (A. 8),  as  previously 
described,  and  the  values  of  U  from  equations  (A. 6). 

Under  field  conditions,  the  quadrant  in  which  a  falls  is  known  alter  the 

first  set  of  values  for  V  become  available.  The  equations  have  been  developed 

on  the  assumption  that  «  lies  in  the  range  0°  to  90°  relative  to  ship  Vs  head. 

Thus  to  apply  the  equations  we  need  only  designate  as  the  value  ol  V  that  lias 

a  component  of  the  current  in  the  direction  of  the  ship's  heading.  For  example, 

suppose  four  values  of  the  V's  are  obtained;  VA,  V,.,  V  and  V1A  where  V  and  V„ 

are  taken  on  reciprocal  headings  and  and  are  obtained  from  reciprocal 

headings  on  a  course  normal  to  VA  and  V„.  If  V„  >  VA,  designate  V„  =  V.  and 

A  B  BA  BN 

V  -  V  .  The  current  set  relative  to  T ,  (corresponding  to  V  )  may  he  determined 
A  o  1  N 

from  comparison  of  and  V^.  It  is  evident  that  any  consistent  grouping  may  he 
cseJ.  For  example,  if  >  V^, ,  we  could  set  V  =  V^,  in  lieu  of  V  . 


A- 4 


DTNSRDC  ISSUES  THREE  TYPES  OF  REPORTS 

1.  DTNSRDC  REPORTS,  A  FORMAL  SERIES,  CONTAIN  INFORMATION  OF  PERMANENT  TECH 
NICAL  VALUE.  THEY  CARRY  A  CONSECUTIVE  NUMERICAL  IDENTIFICATION  REGARDLESS  OF 
THEIR  CLASSIFICATION  OR  THE  ORIGINATING  DEPARTMENT. 

2.  DEPARTMENTAL  REPORTS.  A  SEMIFORMAL  SERIES,  CONTAIN  INFORMATION  OF  A  PRELIM 
INARY,  TEMPORARY,  OR  PROPRIETARY  NATURE  OR  OF  LIMITED  INTEREST  OR  SIGNIFICANCE 
THEY  CARRY  A  DEPARTMENTAL  ALPHANUMERICAL  IDENTIFICATION. 

3.  TECHNICAL  MEMORANDA,  AN  INFORMAL  SERIES,  CONTAIN  TECHNICAL  DOCUMENTATION 
OF  LIMITED  USE  AND  INTEREST.  THEY  ARE  PRIMARILY  WORKING  PAPERS  INTENDED  FOR  IN 
TERNAL  USE.  THEY  CARRY  AN  IDENTIFYING  NUMBER  WHICH  INDICATES  THEIR  TYPE  AND  THE 
NUMERICAL  CODE  OF  THE  ORIGINATING  DEPARTMENT.  ANY  DISTRIBUTION  OUTSIDE  DTNSRDC 
MUST  BE  APPROVED  BY  THE  HEAD  OF  THE  ORIGINATING  DEPARTMENT  ON  A  CASE  BY  CASE 
BASIS. 


